Cahbratmn Report Dlgltal Protractor

30 December 2003

. Bryan Fabbrl -
Analytlcal Se1v1ces and Materlals Inc -
' Hampton Vlrgmla -

‘_:ﬁ'-"-f;_fCahbrauon Date 30 December 2003 -f Next Cahbranon Date 30 December 2005_5

_A cellectlon cmalysm c‘md cclllbration of data from a D1g1ta] Protraclor S/N 01580003 :
- hias been eompleted The cahbrcmon was perlormed by the cahbratlen 1ab0rat0ry, _Wyle -

- :-'3.'3-;5M0DEL DP—45 -
- SERIAL NUMBER ()15 80003
o RANGE +/— 4‘3 degrees .

= st ddta presented in data tabie I ormdt show the devxatlon belween lhe dzgztal =
- =pr0t1 actors results compared to the standard 1ndlcat10n in degrees The report states: that =
E Lhe data. mcct all manufacturer s 1olemnccs - : e -




 Callbration of Digital Protractor -

: Manufacturer tuess. -~ . FeNADPBA7t - o Datet 12/30/08
~Serial number; 01580003 -~ ModelDP45 - . . Tech 1856
 Work Order: 475089 . - Ronge +45Degees - - AppBy:1 2675
- Calibration Procedure C6140 0020 - o s - - - = -
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T_est Instrument Temperature: 22 Degrees C
Amblent Temperature: 22 Degrees C '
Hum!dl‘{y 29 Percent



